This paper investigates the accuracy of the two available calculation algorithms of the Oncentra MasterPlan three-dimensional treatment planning system (TPS) -the pencil beam method and collapsed-cone convolution -in modeling the Varian enhanced dynamic wedge (EDW). Measurements were carried out for a dual high energy (6-15 MV) Varian DHX-S linear accelerator using ionization chambers for beam axis measurements (wedge factors and depth doses), film dosimetry for offaxis dose profiles measurements, and a diode matrix detector for two dimensional absolute dose distributions. Using both calculation algorithms, different configuration of symmetric and asymmetric fields varying the wedge's angle were tested. Accuracy of the treatment planning system was evaluated in terms of percentage differences between measured and calculated values for wedge factors, depth doses, and profiles. As far as the absolute dose distribution was concerned, the gamma index method (Low et al. (13) ) was used with 3% and 3 mm as acceptance criteria for dose difference and distance-to-agreement, respectively. Wedge factors and percentage depth doses were within 1% deviation between calculated and measured values. The comparison of measured and calculated dose profiles shows that the Van Dyk's acceptance criteria (Van Dyk et al. (14) ) are generally met; a disagreement can be noted for large wedge angles and field size limited to the low dose-low gradient region only. The 2D absolute dose distribution analysis confirms the good accuracy of the two calculation algorithms in modeling the enhanced dynamic wedge.
I. IntroductIon
The enhanced dynamic wedge (EDW) of the Varian linacs consists in the simulation of a physical wedge by moving one of the Y collimator jaws during the irradiation with variable speed from its maximum open position to 0.5 cm of the opposite jaw and adjusting dose rate during treatment.
The wedged dose distributions are generated by means of a single golden segmented treatment table (SGTT) that is specifically for the 60° wedge angle of each energy, and is used to control the position of the moving jaw versus the percentage of delivered monitor units. Then, combining open and 60° wedged beams, other wedge angles (10°, 15°, 20°, 25°, 30° and 45° degrees) can be reproduced.
The dynamic wedges overcome unfavorable characteristics of the physical wedges (beam hardening, radiation therapist involvement). They also provide some advantages either in clinical practice (greater dose homogeneity (1) within the target area and reduction of peripheral dose (2) ), or in radioprotection by reducing the dose to the staff member operating the linac and thereby avoiding neutron activation reactions which can be produced in high energy photon beam using physical wedges. (3) Clinical implementation of EDW requires the verification of treatment planning system (TPS) capability to reproduce this type of modulation of the radiation field intensity. This is achieved by comparing measured and calculated data (EDW factors, PDD, dose profiles, and dose maps) as has been studied by several authors for different TPSs.
Weber et al. (4) in 1996 and Chelminski et al. (5) in 2006 analyzed Helax TMS TPS, comparing calculated depth doses, profiles and output factors in dynamic wedge fields with the measured ones. In 1999, Papatheodorou et al. (6) verified output factors and dose profiles calculations performed by ISiS3D TPS by measurements. A year later, Miften et al. (7) commissioned Varian's EDW in Focus TPS, comparing the computed dose distribution and wedge factors against the measured ones. In 2004 and 2005 respectively, Shao et al. (8) and Alaei et al. (9) studied the accuracy of EDW calculation of ADAC Pinnacle RTP, comparing measured and calculated dose profiles and output factors. Finally, in 2007, Caprile et al. (10) used the two calculation algorithms of the Varian Eclipse TPS to compare measured and calculated two-dimensional EDW dose distributions.
The main purpose of the present paper is to verify the implementation of the Varian EDW into the Oncentra MasterPlan TPS by comparing calculated EDW factors, depth doses, profiles and two-dimensional dose distributions with measured ones, and to compare the obtained results with those published for different treatment planning systems. (4) (5) (6) (7) (8) (9) (10) 
II. MAtErIALS And MEtHodS
A dual high-energy (6-15 MV) linear accelerator, DHX-S (Varian Medical Systems, Inc., Palo Alto, CA), installed at the Radiotherapy Department of Ivrea Hospital, was used to generate wedge-shaped dose distributions by means of the EDW.
The dose distributions were calculated by the Oncentra MasterPlan (Nucletron B.V., Veenendaal, the Netherlands) version 3.0 TPS, whose beam modeling supports two different dose calculation methods: one based on the superposition of energy deposition kernels of pencil beams (PB), (11) and one based on the collapsed cone (CC) superposition of points kernels. (12) Oncentra MasterPlan supports dose calculation of dynamic collimation obtained with Varian enhanced dynamic wedge technique. The modulation induced at a point by a dynamically modulated field is, to the first order, proportional to the radiation delivered during those intervals when the point is directly exposed to the radiation source. Second order phenomena such as leakage through the collimators, scattering from the treatment head and the perturbation of the monitor signal from collimator backscatter, are also included.
The treatment unit characterization process is executed by the system vendor and determines the beam modeling parameters (head scatter parameters, kernels, beam source size, attenuation coefficient, fluence distribution), starting from measurements of a specified set of data consisting of depth doses, off-axis profiles, output factors and head scatter factors for open static beams. The implementation of EDW into the TPS does not require additional measurements: the only additional input data is the Varian golden STT used in conjunction with the input data measured in air and water for open beams. (4) Moreover, no adjustable parameters are available for the customer that would improve the agreement between calculated and measured data.
We evaluated the TPS accuracy by comparing measurements and calculations performed under the same conditions, based on a phantom created by the TPS with a homogeneous density of 1 g/cm 3 . The slice spacing of the phantom was 2 mm and the calculation grid was 2×2 mm for the PB and CC calculation algorithm.
Measurements were performed using the Y 1 -IN wedge orientation and the reference geometrical configuration suggested by Nucletron in performing the measurements requested to simulate the treatment machine (SSD 90 cm and 10 cm depth).
Beam axis measurements (EDW factors and depth doses) were performed in a water phantom Blue Phantom (Scanditronix Wellhofer, Uppsala, Sweden) using an IC 13 ionization chamber (Scanditronix Wellhofer, Uppsala, Sweden) positioned at the beam central axis perpendicular to the wedge direction.
EDR2 Ready-Pack films (Carestream Health, Rochester, NY) were used for relative offaxis dose distribution measurements. The film calibration obtained at a specific depth from the static open field was applied to the EDW fields, because the beam spectrum does not vary significantly from the EDW field to the open field. To reduce the variability, film calibration and dosimetry measurements were performed in the same session.
Films were irradiated at 10 cm depth in the water equivalent phantom T29672 (PTW, Freiburg). The irradiated films were then digitized with a laser scanning photodensitometer VXR-12 Plus (Vidar Systems Corporation, Herndon, VA) having a light spot size of 85 µm diameter and a spatial resolution of approximately 300 dpi. Measured and calculated profiles were normalized at the collimator axis and analyzed using the RIT113 software (ver.4.4, Radiological Imaging Technology, Inc., Colorado), that supplies the operator with different tools including isodose overlay, dose difference (DD) and distance-to-agreement (DTA) plot and histograms and gamma evaluation method. (13) Measured and calculated dose profiles were compared using the regions suggested by the Van Dyk's analysis: (14) high dose-high gradient areas (HDHG, >30%/cm), high dose-low gradient areas (HDLG, 80% of field size), and low dose-low gradient areas (LDLG, <7% of normalization dose). Moreover, the algorithms' behaviour in the toe of the wedged profiles was studied.
Finally, absolute 2D dose distributions were measured by means of MapCHECK Model 1175 (Sun Nuclear Corporation, Melbourne, FL) diode matrix detector, which can perform absolute and relative measurements, making it a useful instrument in performing dose measurements in intensity modulated fields. (15) The MapCHECK consists of 445 n-type diode detectors arranged in a 22 cm octagonal grid having two detector densities: the 10×10 cm 2 central area that contains 221 diodes spaced 10 mm arranged on lines spaced 5 mm; the remaining 224 diodes are arranged 20 mm in lines spaced 10 mm in the outer area. Detectors have an inherent buildup of 2 g/cm 2 and an active area of 0.8×0.8 mm 2 ; they lie 1.35 cm under the top with an inherent backscatter thickness of 2.27 g/cm 2 . The absolute dose calibration was performed using a 10×10 cm 2 open field positioning the diode matrix at the isocenter with a 10 cm thickness of the PTW water equivalent phantom, and relating the reading of the central axis detector with the dose measured in the same condition with a Farmer-type ionization chamber M30001 (PTW, Freiburg).
The MapCHECK measures the integrated absolute dose at all detector locations, correcting each reading to the central detector sensitivity. Then this measured dose map can be compared to an imported treatment plan dose map using the gamma index method with user defined acceptance criteria for DD and DTA, and calculating the percentage of examined points resulting in g values lower or equal to 1 (the so-called passing rate). Points that lie outside the defined tolerance levels are directly painted on the calculated dose map. Therefore, measured and calculated dose distribution can be overlayed and dose profiles can be extracted from any X and Y detector line and compare with the calculated ones.
Following are the beam axis and off-axis measurement protocols we considered.
A. Beam Axis

A.1. EDW Factors
EDW factor is defined as the ratio between the ion chamber integrated reading on the central axis of a wedged field and the integrated reading at the same depth for the open field having the same size and for the same number of monitor units.
The EDW factors were measured at 10 cm depth for symmetric fields ranging from 5×5 cm 2 to 20×20 cm 2 and for some fields asymmetric on Y jaws only, as illustrated in Tables 1 and 2 . 
A.2. PDD
Considering that the collimator jaw is moving during the irradiation, depth doses and dose profiles can not be measured using the traditional tools (ionization chamber or silicon diodes coupled with a water phantom) in continuous scanning. Consequently, 98 single-point integrated measurements were performed at several depths from d max to 30 cm for field sizes of 10×10 cm 2 and 20×20 cm 2 . The absorbed dose was measured for a fixed number of monitor units for each dynamic wedge angle. All measurements were normalized at 10 cm depth.
B. off-axis
B.1. Relative Dosimetry
Relative dose profiles were measured at 10 cm depth for 15°, 30°, 45° and 60° dynamic wedge angle for symmetric 10×10 cm 2 and 20×20 cm 2 fields, a half-blocked 10×10 cm 2 field with Y 2 at 10 cm and Y 1 initially on the central axis, and a 10×10 cm 2 asymmetric field with Y 2 at 8 cm and the initial position of Y 1 jaw 2 cm away from the central axis.
B.2. Absolute Dosimetry
Absolute 2D dose distributions were measured at 10 cm depth for all the permitted dynamic wedge angles with symmetric 5×5 cm 2 , 10×10 cm 2 , 15×15 cm 2 , and 20×20 cm 2 fields, as well as the two asymmetric fields illustrated before, for a total of 168 measurements.
III. rESuLtS
A. Beam Axis
A.1. EDW Factors
In Tables 1 and 2 , the values of any single EDW factor and the percentage difference between measured and calculated data are reported for both the energies and the calculation algorithms.
For the 6 MV photon beam, the average deviation (defined as the arithmetic mean of the absolute value of the percentage differences) is 0.4%±0.3% for both the algorithms. For the 15 MV photon beam, the average deviations are equal to 0.4%±0.3% and 0.2%±0.2% for PB and CC algorithm, respectively. In general, the agreement between measured and calculated data is within 1%, with a maximum discrepancy of up to 1.3% for the 6 MV photon beam, 60° wedge angle and 5×5 cm 2 field size.
A.2. PDD
Depth doses, as calculated by the treatment planning system, agree well with measured ones; the deviations for the seven wedge angles are never larger than 1% for both energies and algorithms.
B. off-axis B.1. Relative Dosimetry
The comparison of the measured and calculated off-axis profiles shows that a good agreement is achieved and no significant differences are observed between the algorithms.
In the HDLG region, profiles for all field sizes and wedge angles are practically superimposed, as illustrated in Fig. 1 for the 10×10 cm 2 . The largest deviations are less than 2% for both the energies. As illustrated in Fig. 2 , on the high dose side (toe) of the profiles, better results are obtained for 15 MV beam energy, with maximum deviations below 2.5% for all the analyzed test cases. The lowest energy shows similar values for wedge angles up to 30 degrees EDW; the disagreement can increase to more than 3% for larger wedge angles using large field sizes.
Dose agreement in the HDHG region has been evaluated in terms of position errors. The differences between measured and calculated radiological field width are always less than 1 mm for all the tested cases.
In general, the agreement between measured and calculated profiles in the LDLG region is within the acceptance criterion of 3% recommended by Van Dyk et al. (14) However, differences greater than this tolerance level are found for the largest field size and for wedge angles greater than 30 degrees (Fig. 2) . 
B.2. Absolute Dosimetry
The good agreement between measured and calculated data arising from the analysis of dose profiles is confirmed also by the comparison of 2D dose maps that, using acceptance criteria for DD and DTA equal to 3% and 3 mm respectively, shows a percentage of examined points resulting in g values lower than or equal to 1 in more than 95% of all the tested cases, for both energies and calculation algorithms. Using more restrictive acceptance criteria (2%, 2 mm), the passing rate decreases; however, more than 90% of cases show the same good agreement between measured and calculated data.
For example, in Fig. 3 the results obtained for 15 MV, 10×10 cm 2 asymmetric field size, 30° EDW angle and CC algorithm are reported. In this case, the passing rate decreases from 100% to 91% after setting the acceptance criteria to 3%/3 mm and 2%/ 2 mm, respectively.
IV. dIScuSSIon
Results confirm the accuracy of Oncentra MasterPlan EDW calculations. EDW factors calculated by the TPS agree with measurements to within 1% over the range of field sizes that commonly occur in clinical practice. The 1% agreement is substantially aligned with the results obtained for other TPSs by Weber et al. (4) for Helax, Papatheodorou et al. (6) for iSiS3D, Miften et al. (7) for Focus, Shao et al. (8) for ADAC Pinnacle, and Caprile et al. (10) for Varian Eclipse. It is evident then that the Oncentra MasterPlan TPS performs EDW output factors as well as the other commercially available TPSs.
EDW factor results are also consistent for comparable energies and fields within ±1% with those of Klein et al., (16) Gibbons (17) and Prado et al. (18) (Note: Data obtained by comparing our results with corresponding data extracted from EDW output factors curves or tables of the three cited papers.)
The analysis of depth dose values shows that Oncentra MasterPlan TPS achieves the same good results as reported by Weber et al. (4) and Caprile et al. (10) for Helax TMS and Varian Eclipse TPS, respectively.
For off-axis dose distributions, calculated dose profiles agree well with the measured ones. In particular, the differences in the HDLG and HDHG regions are not only always less than the acceptance criteria of Van Dyk's (14) analysis (3% and 4 mm, respectively), but are also always less than 2% and 2 mm, which represent the acceptance limits recommended by the ICRU (19) in points of clinical relevance. These findings are consistent with those found by all other authors we reference in this paper. As did Chelminski et al. (5) , Shao et al. (8) and Caprile et al., (10) for Helax, ADAC Pinnacle and Varian Eclipse TPS, respectively we found a slight disagreement in the edge of the toe for the lower energy. These results do not represent a serious limitation of the system, as they are limited to the last 5 mm of the toe.
In the LDLG region, the calculated profiles underestimate the measured ones; however, only when using large field size and wedge angle larger than 30 degrees. In these instances, the acceptance criteria of Van Dyk's (14) analysis (maximum of 3% dose difference) are not fulfilled.
The good accuracy of the calculation algorithms observed in the comparison of off-axis profiles in the wedged direction is extended to the plane perpendicular to the beam axis by the gamma analysis of the absolute 2D dose distributions calculated by the TPS and measured with the diode matrix.
It is important to note that both the 1D and 2D analysis do not show any significant differences between the calculation algorithms.
Finally, it should be stressed that the results demonstrate that Oncentra MasterPlan TPS can accurately model Varian EDW.
V. concLuSIonS
The enhanced dynamic wedges have many advantages as compared with physical wedges, both for dosimetrical (beam hardening, peripheral doses) and for practical reasons. In order to implement the EDW in Oncentra MasterPlan TPS, the only input data are the SGTT files used in conjunction with the conventional output factors measured in air and water for open static beams. Therefore, the introduction of EDW in the clinical routine requires a correct analysis of the accuracy of the TPS in reproducing the wedged dose distributions.
The present work shows that the pencil beam and collapsed-cone algorithms of the Oncentra MasterPlan TPS accurately model the wedged dose distributions created by the enhanced dynamic wedge of Varian's linear accelerator.
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